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Two different quantitative PCR platforms, droplet digital PCR (dd-PCR) and quantitative real-time PCR
(qPCR), were compared in a mcrA-based methanogen community assay that quantiﬁes ten methanogen
sub-groups. Both technologies exhibited similar PCR efﬁciencies over at least four orders of magnitude
and the same lower limits of detection (8 copies mL-DNA extract1). The mcrA-based methanogen
communities in three full-scale anaerobic digesters were examined using the two technologies. dd-PCR
detected seven groups from the digesters, while qPCR did ﬁve groups, indicating that dd-PCR is more
sensitive for DNA quantiﬁcation. Linear regression showed quantitative agreements between both of the
technologies (R2 = 0.59–0.98) in the ﬁve groups that were concurrently detected. Principal component
analysis from the two datasets consistently indicated a substantial difference in the community
composition among the digesters and revealed similar levels of differentiation among the communities.
The combined results suggest that dd-PCR is more promising for examining methanogenic archaeal
communities in biotechnological processes.
ã 2014 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/3.0/).
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Biological production of methane as a renewable energy has
received extensive attention in the ﬁeld of biotechnology [1]. For
instance, anaerobic digestion is a typical biotechnological process
for reduction of waste biomass along with production of methanecontaining biogas. Methanogens (methane-producing archaea) are
strictly anaerobic and slowly growing, and require different growth
conditions [2]. Therefore, it is very difﬁcult to scrutinize the
methanogens present in these biotechnological processes using
culture-dependent techniques. Technical advances in molecular
microbial ecology have enabled rapid and complete examination of
methanogen communities in anaerobic digestion systems without
cultivation [10,14,17]. For instance, Steinberg and Regan [14]
developed a methanogen community assay, based on the alphasubunit of the methyl coenzyme M reductase (mcrA) as a
phylogenetic marker. The basis of the assay is to quantify ten
different groups within the methanogen community using
quantitative real-time PCR (qPCR).
The nature of qPCR is to extrapolate the initial concentration of
target DNA with an external DNA calibrator [5]. For the mcrA-based
assay, ten different external DNA calibrators must be prepared,
which is an expensive, laborious, and time-consuming process,
because they are not readily available [9]. Recently, droplet digital
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PCR (dd-PCR) has been developed as a new platform for DNA
quantiﬁcation [6]. The most important advantage of dd-PCR over
qPCR is to enable the absolute quantiﬁcation of DNA concentrations without external calibrators [6,13]. In addition, dd-PCR is
less susceptible to PCR inhibitors present in the DNA extracts than
qPCR [12]. Earlier studies have demonstrated the accuracy and
precision of dd-PCR in the quantitative detection of bacteria and
viruses in clinical samples [4,7,15]. The primary objective of this
study was to compare dd-PCR and qPCR in the mcrA-based
community assay. Each group was quantiﬁed from three full-scale
anaerobic digesters using both technologies, and the two
community datasets were compared.
Three wastewater treatment facilities are located in Seoul,
South Korea. An anaerobic digester was selected from each of the
facilities. They are all cylindrical and continuously stirred tank
reactors, receiving municipal sewage sludge. They were designated
as A (an operational temperature of 38  C and a HRT of 19 days), B
(38  C and 43 days) and C (52.5  C and 40 days). Sludge was
collected in sterile polyethylene bottles from the recirculation loop
of each digester. DNA was extracted using a NucleoSpin Soil kit
(Macherey-Nagel GmbH, Düren, Germany) according to the
manufacturer’s recommendations. DNA was eluted in 100 mL of
the elution buffer. There were three replicates per digester.
The mcrA-based community assay consists of a single forward/
reverse primer set and 10 different hydrolysis probes targeting
Methanobacteriaceae mcrA (mbac), Methanobacteriaceae mrtA
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(mrtA), Methanocorpusculaceae (mcp), Methanospirillaceae (msp),
Methanosarcina (msar), Methanosaetaceae (msa), uncultured mcr-7
group (mcr-7), uncultured mcr-2a group (mcr-2a), uncultured mcr2b group (mcr-2b), and uncultured Fen cluster (Fen) [14]. dd-PCR
was performed using a QX100TM droplet digital PCR system (BioRad, Pleasanton, USA) according to the manufacturer’s recommendations. The reaction mixture (20 mL) contained 1 dd-PCR
master mix (Bio-Rad), 0.9 mM each primer, 1 mM probe and 1 mL
template DNA. PCR ampliﬁcation was carried out on a 2700
GeneAmp1 PCR system (Applied Biosystems, Foster, USA). PCR was
initiated at 95  C for 10 min, followed by 40 cycles at 95  C for 15 s
and 60  C for 90 s, and 1 cycle at 98  C for 10 min. Data were
obtained and analyzed using the QX100TM droplet reader (Bio-Rad)
and QuantaSoft software (Bio-Rad). The QuantaSoft program
generates absolute quantities per microliter-reaction mixture (a
total of 20 mL-reaction volume) from given numbers of positive
droplets and negative droplets. The obtained values were
multiplied by 20 to calculate quantities in microliter-DNA extracts.
qPCR was performed using an Applied Biosystems 7300 system as
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previously described [9]. dd-PCR was used in order to determine
the concentrations of the external DNA calibrators with multiple
probe sites [9] for qPCR because it accurately provides absolute
quantiﬁcation of target DNA [3,4,6]. The 25-mL reaction mixture
contained 1 PCR buffer, 0.2 mL Ace-Taq (Genenmed, Seoul, Korea),
0.3 mM dNTPs mix, 0.25 mM each primer, 0.15 mM probe, 1 ROX
(Invitrogen, Carlsbad, USA), 1 SYBR green I (Invitrogen) and 1 mL
template DNA. PCR was initiated at 95  C for 3 min, followed by 40
cycles at 95  C for 15 s and 55  C for 90 s.
Two artiﬁcial DNA templates with multiple probe sites were
developed as reference DNA templates for qPCR of the 10 groups
[9]. The two artiﬁcial sequences (509 bp long) contain the target
DNA region (ampliﬁed by the primer pair), with additional ﬂanking
20-bp DNA regions at the both ends. Plasmids with the artiﬁcial
DNA templates were used to construct standard curves. They were
serially diluted 10-fold. The two technologies did not detect DNA at
<108 dilution (equivalent to 8 copies mL1 as measured by ddPCR). The 10 standard curves constructed by qPCR over the 10-fold
serial dilution series (105–108) showed a slope value of

Fig. 1. dd-PCR and qPCR quantiﬁcation results. (a) msar; (b) msa; (c) mcp; (d) msp; (e) mcr7; (f) mcr-2a; and (g) mbac. The three groups (mrtA, mcr-2b, and Fen) were not
detected by either of the technologies. Error bars represent 1 standard deviation of the mean. Different letters (a, b and c) indicate signiﬁcant difference at p < 0.05.
Correlation coefﬁcients (R2) between dd-PCR and qPCR are shown in parentheses.
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3.39  0.14 (R2 = 0.99  0.01), corresponding to a PCR efﬁciency of
97%. In order to compare the quantitative limits of detection,
linearity and PCR efﬁciencies, the standard curves of several probes
including msar, mcp, and msa were constructed using dd-PCR. The
dd-PCR showed a slope value of 1.00  0.03 (R2 = 0.99  0.01),
equivalent to 100% efﬁciency, over at least 4 orders of magnitude.
Both technologies exhibited very similar levels of efﬁciency and
linearity, with the same lower limits of detection. Quantiﬁcation
results were expressed as copy number microliter-DNA extract1
for direct comparison.
Each group was quantiﬁed from the three digesters using both
technologies (Fig 1). mrtA, mcr-2b and Fen were not detected by
either technology. dd-PCR detected seven groups from the
digesters, while qPCR detected ﬁve groups. dd-PCR could detect
mcr-2a (<940 copies mL-DNA extract1) and mrtA (<54 copies mLDNA extract1) that were not detected by qPCR. These results
indicate that dd-PCR is more sensitive for the detection and
quantiﬁcation of DNA from digester samples, which is consistent
with a observation by Kim et al. [8] that dd-PCR was more sensitive
for quantifying DNA from soil than qPCR. PCR inhibitors coextracted with nucleic acids from environmental samples can
adversely affect qPCR quantiﬁcation [16]. dd-PCR may be less
sensitive to PCR inhibitors than the qPCR because the post-PCR
quantiﬁcation regime after 40 cycles can tolerate wide variations in
PCR ampliﬁcation efﬁciencies [6,12]. The technologies detected
ﬁve groups: msar, msa, mcp, msp, and mcr7 (Figs. 1a–e), and
therefore, they were compared based on these groups. T-test
revealed that the technologies identically indicated the digesters in
which the target groups were most abundant at p < 0.05. Both
technologies also showed the same order among the digesters in
order of abundance of msa, mcp, msp, and mcr7 (p < 0.05). In the
case of msar, both technologies showed that it was much greater in
digester C than in digesters A and B, and dd-PCR showed it was
greater in digester A than in digester B, while qPCR showed the
opposite (p < 0.05). The linear regression (y = ax + b) was conducted
in order to determine whether or not there were quantitative
agreements between the dd-PCR and qPCR measurements. Similar
to previous observations showing quantitative agreements between both technologies [4,15], there were R2 values ranging from
0.59–0.98 in all of the groups (Fig. 1). However, slope values
substantially varied between the groups.
Both technologies quantitatively agreed, although their quantitative differences were quite varied. In order to determine
whether or not both datasets represent similar relationships
among the digester communities, principal component analysis
(PCA), a multivariate approach to compare microbial communities,
was performed using CANOCO version 4.5 [18]. The PCA plot of ddPCR shows that the ﬁrst and second principal component axes
account for 88.3 and 11.1% of the compositional variance in the
data, respectively (Fig. 2a), whereas that of qPCR shows that the
ﬁrst and second axes account for 98.1 and 1.9% (Fig. 2b). Both plots
indicate a substantial difference in the community composition
among the digesters, and exhibit similar levels of differentiation
among the communities. Both plots also indicate that operational
temperature (from 38 to 52.5  C) coincides with the score of the
ﬁrst axis (from approximately 0.5 to 1.0). Both plots indicate that
the community of the thermophilic digester C was distinct from
those of the mesophilic digesters A and B, primarily because msar
dominated the C community. The msar (Methanosarcina) abundance increased along with the temperature, since Methanosarcina
is better established in thermophilic regimes than in mesophilic
regimes [1]. Both plots consistently indicate that abundances of
msa, mcp, msp, and mcr7 were greater in digester B. The dd-PCR
plot shows that mcr-2a and mbac, which were not detected by RTPCR, were more abundant in digesters A and B, respectively. Both
datasets indicated that operational temperature was an important
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Fig. 2. Principle component analysis of dd-PCR (a) and qPCR (b) datasets. *,
digester A; &, digester B; and ~, digester C. Percentage variance of methanogen
composition explained by each axis is shown in parentheses. Arrows indicate the
direction of increase for the methanogen groups.

factor for explaining the community variation, which is consistent
with previous observations by Levén et al. [11] and Zielinska et al.
[19], who reported that temperature is the key determinant of
growth of speciﬁc methanogens when the microbial communities
of mesophilic and thermophilic digesters were compared.
In summary, both technologies exhibited nearly identical PCR
efﬁciencies and the same detection limits of detection. However,
dd-PCR was more sensitive for DNA quantiﬁcation than qPCR. The
two technologies showed quantitative agreement on the methanogen groups that were detected by both of them. In addition, both
datasets revealed similar community comparison results. Therefore, dd-PCR is very promising for examining mcrA-based
methanogen communities as an alternative to qPCR.
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